422           CHEMICAL ANALYSIS OF SPECIAL STEELS
THE NI-CHROME ONE PIECE TRIANGLE.
Fig. 36 shows a one piece triangle designed by the author which any one can make in a few minutes from the well annealed German ni-chrome wire. It is practically indestructible. The one shown was made from No. 8 gauge wire.
SANITARY LABORATORY WASH BOTTLE.
Fig. 37 shows a wash bottle that is much used in this laboratory for washing precipitates. It has the advantage that the lips do not touch it. It is operated by a slight push of the thumb on the rubber bulb A. The little tube at P enables
tin1 operator to instantly relieve pressure when a. washing is iinislu'd, avoiding spattering <>l' the washing fluid and excessive amounts of the \va>li per appliration.
The- rubber bull) i> atta< hnl to the glass tube (/'. The capacity of the tlask is 500 e.e. It has a tire finished ring neck and takes a Xo. 0 rubber stopper.